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        Abstract


         
												Background: Aim of this study was to assess the intermediate-term outcome after Bentall operation using a self-assembled bio-root conduit containing a 3F stentless valve. 
												

												 
												Methods: Between April 2010 and August, 2015, 30 patients affected by aortic root dilatation with aortic valve disease underwent Bentall operation at our Unit, using a conduit assembled by including a 3F® stentless valve into a straight woven tube graft. Mean age at surgery was 66.3 yrs. Mean Logistic EUROscore was 10.01. Mean pre-operative Ejection Fraction was 54.50%. Two patients (6.3%) had undergone a previous operation. Three patients (10%) had a bicuspid valve. Five patients (16.6%) received an associate procedure. Mean size of bio-root was 28.93. Mean ischemic time was 101.43', mean CPB time 127'. 
												


        Results: All patients were evaluated by echocardiogram and clinical examination at discharge and annually. Median follow-up time was 6.94 years. Primary end points of our analysis consisted of early and late mortality, freedom from ABE and MACCE, freedom from SVD and freedom from valve-related reoperation. Early mortality was 0%. Two patients died during follow-up, one for cardiac causes. Survival probability at 10 years was 93.1%. Freedom from ABE at 10 years was 100%. Freedom from SVD was 87.5% at 10 years. Freedom from valve-related reoperation was 96.6% at 10 years. Incidence of MACCE was 79% at 10 years. Mean gradient at follow-up was 11.9 mmHg.


        Conclusions: 3F composite stentless bioroot has represented a valid option for Bentall operation. Rate of valve-related complications and durability are satisfactory. Hemodynamic performances are adequate and preserved over time.
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        Background


        Tissue valves represent now a days the most frequent choice for aortic valve replacement, even in younger patients. Among the several bioprostheses available on the market, stentless valves, despite proven excellent hemodynamics, are used quite infrequently by surgeons, mainly due to more complex implantation technique, if compared to stented prostheses, and to their questionable durability. The idea to construct a valved bioroot suitable for Bentall operation using stentless prosthesis is not new. Biointegral conduit® (Biointegral Surgical Inc, Mississauga, Canada), a full biological valved conduit and BioValsalva® (Vascutek Terumo, Renfrewshire, Scotland, UK), a Valsalva graft containing a porcine stentless valve are an example of two ready-to-use devices available on the market and commonly employed. We analyzed in this study our experience with a self-assembled bio-root constructed by inclusion of a Medtronic (Medtronic Inc, Minneapolis, USA) 3F® stentless aortic valve into a straight woven tube graft. This assembly was originally described by Stewart, et al. in 2010. Unlike Stewart's conduit, our bio-root consisted of a straight tube graft instead of a Valsalva graft, constructed in a slightly different way. Since 3F is true stentless prosthesis, it is possible to include it in a conduit only one size bigger than the valve, considerably improving the hemodynamic performances. We have implanted the 3F bioroot in 30 patients with aortic root dilatation and aortic valve disease with encouraging results from 2010 until 2015, when the prosthesis was withdrawn from the market. We aimed to review our experience with the 3F bio-root in Bentall operation, to discuss its easiness of construction and implantation, and to analyze the early and intermediate-term outcomes concerning mortality, durability, incidence of valve-related complications and hemodynamic performances over time.


        Methods


        Population


        Between April, 2010 and August, 2015 a cohort of 30 patients underwent at our institution a Bentall operation using a self-assembled 3F bio-root conduit by a single surgeon. 26 patients were males, mean age at surgery was 66.26 ± 10.33 years (range 43 to 80 years). Indication for Bentall operation was a severe dilatation of the aortic root associated to aortic valve disease not suitable for aortic root sparing procedures. During the same timeframe 21 patients underwent a David reimplantation procedure and 4 patients received a mechanical Bentall operation. For younger patients, the biological device was chosen at explicit and informed patient's request, usually to avoid the need for anticoagulation. Exclusion criteria were: emergency surgery, acute aortic dissection and the presence of heavily calcified aortic root. Pre-operative mean Logistic EUROscore was 10.1 ± 4.37 (range: 3.14-19.74). Two patients (6.67%) had undergone a previous cardiac operation. In 3 cases (10%), the aortic valve was bicuspid. Pre-operative mean Ejection Fraction (EF) was 54 ± 9.04% (range: 25%-65%). Mean LV End Diastolic Diameter (LVEDD) was 55.33 ± 8.16 mm (range: 42-80 mm). 30% of patients were in NYHA Class III-IV before operation, the remaining were in Class II. Mixed aortic valve pathology was present in 15% of cases, isolated aortic stenosis in 20%, and isolated aortic incompetence in the remaining. Associated cardiac disorders were present in 5 patients (16.6%), and included coronary artery disease in 4 and mitral valve incompetence in one. Pre-operative patient's characteristics are illustrated in Table 1.


        Surgical technique


        The surgical technique adopted in all cases was the 'button bentall' operation as originally described by Kouchoukos in 1991 [1]. The conduit was self-assembled by the surgeon on the back table, in the last cases using a modified 3F holder with its handle sticked into a 30 × 20 cm. rigid plastic base to facilitate the construction.


        As a first step the tube graft size was selected, based on repeated intraoperative transesophageal echo (TEE) measurements of aortic annulus and ventriculo-aortic junction. In cases of calcified aortic valve three sizes were added to the calculated one.


        As a result, 28 mm or 30 mm have been the two graft sizes chosen for all patients, along with a 3F valve one mm. smaller than the tubular prosthesis. Subsequently to 1 cm external folding of its proximal edge, the graft was inserted over the upside-down prosthesis attached to its handle. Three temporary 4-0 polypropylene single stitches at 120° fixed the valve sewing cuff to the graft folded edge. Next, three 4-0 polypropylene continuous running sutures secured the prosthesis cuff to the graft, the temporary stitches were removed and the folded graft skirt was straighten up. The valve holder was then removed and the three prosthetic commissural tabs were positioned and attached to the graft wall by three 4-0 polypropylene stitches per tab, using the three reference markers at 120° of the graft. Care must be taken to avoid pulling of the graft during this maneuver.


        In the last 10 cases the bio-root was assembled prior to start the extracorporeal circulation (ECC), thus reducing considerably its duration. All operations were performed by median sternotomy, standard ECC at 34°C, aortic cross-clamping (ACC) and cold cardioplegic arrest, by antegrade or retrograde infusion of Custodiol® solution. After transverse aortotomy and excision of the aortic wall and native valve, the two coronary buttons were prepared. In cases of calcified aortic annulus an accurate debridement was carried out. The proximal side of the graft, usually tailored to 0.5-0.6 mm below the valve, was secured to the left ventricular outflow by interrupted pledgeted mattress 2-0 braided polyester sutures, taking care not to shrink the aortic annulus. The coronary ostia were reimplanted using continuous 5-0 polypropylene sutures and the distal part of the graft was anastomosed to the divided aorta on a teflon strip reinforcement by a continuous 4-0 polypropylene suture. In case of future prosthetic replacement for structural valve deterioration (SVD), only the valve leaflets removal would be necessary, using the prosthetic sewing cuff as a support for the new device implant, thus avoiding a new Bentall procedure. For the first days after surgery a dosage of subcutaneous low-molecular-weight heparin adjusted for body weight was given to all patients, followed by administration of low-dosage aspirin and statins for one year after hospital discharge. Oral anticoagulation with vitamin K antagonist was chosen for patients with history of atrial fibrillation or receiving an associated procedure involving the mitral valve. Routine coronary angiography along with echocardiographic evaluation was carried out in all patients before operation.


        Follow-up


        The follow-up ranged between 1.09 and 10.18 years (median follow-up time: 6.94 yrs-in total: 203.98 pt/year) and it was 100% complete. All patients were followed by clinical and echocardiographic evaluation at discharge and at regular follow-up controls, according to a standardized protocol shared with the patient's referring cardiologist. Cardiac and non cardiac causes of death and cases of major adverse cardiac and cerebrovascular events (MACCE), structural valve deterioration (SVD) and valve-related reoperation were accurately recorded. A mean gradient higher than 20 mmHg and/or valve incompetence greater than 3+ were considered markers for SVD. The study was approved by the Institutional Ethical Committee (HH Healthcare EC. # 008/2019). Preoperative, perioperative and postoperative data were collected from the hospital medical records and informed consent to use their data was obtained from all the patients. Guidelines reported by Akins et al were used to define the endpoints of the analysis.


        Statistical Analysis


        Data entry was carried out prospectively into the Clincal Database and then extracted to csv file in order to import into statistical suites. The statistical analysis was performed using SPSS (Release 20 IBM Corporation) and MedCalc 14.8 (MedCalc Software bvba). Completeness of follow up was 100%. All specified variables that describe demographic and other characteristics were summarized either by central tendency and dispersion measures (if continuous, after testing for normality to choose either mean and standard deviation or median and interquartile range with Shapiro-Wilk test) or absolute occurrence and percentage (if discrete), as appropriate. Where significant upper and lower limits are specified too. After testing for normal distribution either T-test or Kruskal-Wallis or Mann-Withney tests were used to compare continuous variables, while either X-square or Fisher Test where used to compare discrete variables. Cumulative survival and freedom from events were estimated using the Kaplan-Meier method and 95% confidence intervals using the Greenwood's formula. Number at risk is stated at each timeframe on graphics while sidelines for confidence intervals are plotted as thin lines for sake of clarity. Log Rank method was used to test differences among time dependent variables. A Cox regression model was used to investigate the impact of factors on time-dependent end-points. P-value of < 0.05 was considered statistically significant.


        Results


        Concomitant procedures were performed in 5 patients (16.6%), coronary artery bypass grafting in 4 (13.3%), mitral valve repair in one (3.3%). The size of implanted bio-root was 30 mm in 14 and 28 mm in 16 cases. The size of 3F prosthesis was respectively 29Ø in 14 and 27Ø in 16 cases. The mean ECC time was 127 ± 35 min (range: 84-236 min). The mean ACC time was 101 ± 26 min (range: 71-158 min). For isolated procedures mean ACC time was 86.4 min. Mean intensive care unit length of stay (LOS) was 30.23 ± 18.13 hours (range: 16-90 hours). Transient thrombocytopenia was observed in 8 patients (26.67%), in all cases with return to values within normal range before hospital discharge. One patient developed an early sternal infection with mediastinitis following surgical re-exploration for bleeding and was treated with local medications and systemic antibiotic therapy. After full recovery he was discharged home, after sternal closure, in excellent conditions. Peak transvalvular gradient at hospital discharge was 20.03 ± 6.09 mmHg (range 11-39 mmHg). Mean gradient was 12.37 ± 8.64 mmHg (range 6-17 mmHg). All patients were discharged from hospital in good clinical conditions. 30 days - hospital mortality was 0% for the entire cohort. Intra and post-operative details are reported in Table 1.


        
          Table 1: Preoperative and peri-operative patient's characteristics. View Table 1

        


        Twenty-eight patients were alive at last follow-up. Overall survival probability was 93.15 at 5 and 9 years. No patient died for cardiac causes during follow-up (Figure 1). One patient died for acute complication of diabetes few months after operation, another died five years later for complications of Alzheimer disease. Freedom from acute bacterial endocarditis (ABE) was 100% at 9 years follow-up. Freedom from MACCE, including reoperation, was 93.2 % at 5 years and 84.5 % at 9 years (Figure 2). One patient underwent a pace-maker (PMK) implant two months after operation. It was the case of a patient with a degenerated bioprosthesis and a second-degree block at pre-operative electrocardiogram. Mean New York Heart Association (NYHA) Class at discharge was 1.17; 5 patients were in Class II, the remaining in Class I. In 6 cases (20%), a +1 degree central aortic incompetence was diagnosed by echo at follow-up. Follow-up data are illustrated in Table 2.
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          Table 2: Follow-up data. View Table 2

        


        Freedom from SVD was 100% at 5 years, 87.5% at 9 years (87.5%). Freedom from valve related reoperation was 96.6% at 5 and at 9 years follow-up (Figure 3). Left ventricular end-diastolic diameter (LVEDD) diameter significantly improved if compared to pre-operative (p = 0.002) (Figure 4A). A Mean transvalvular gradient at last follow-up was 11.93 ± 4.95 (range 5-27 mmHg), including the case of SVD. No statistical difference was found with respect to the hospital discharge data (Figure 4B).


        
          [image: ] Figure 3: Incidence of structural valve deterioration and valve-related reoperative surgery. View Figure 3

        

        

        
          [image: ] Figure 4: A) Mean and peak gradients at hospital discharge and at follow-up; B) LV end-diastolic diameter reduction and interventricular septum thickness reduction. View Figure 4

        


        Discussion


        Use of biological conduits for Bentall operation [2] has increased in recent years parallel to that of aortic valve prostheses. Despite patient's aging and avoidance of lifelong anticoagulation are important explanations for this trend, an increasing number of young and active patients affected by aortic root and valve pathology more and more prefer a biological implant to enjoy a good quality of life. Self-assembled bio-conduits for aortic root replacement are currently widely used by surgeons with satisfactory early and long-term outcomes [3,4]. In most cases a stented bioprosthesis is included into a straight or Valsalva® tube graft, in a quite simple fashion, and secured to the ventricular ouflow by interrupted or continuous sutures [5]. As an alternative technique, Albertini, et al. proposed several years ago the 'double sewing ring technique' in order to simplify the reoperation in case of SVD, and since, this surgical strategy is adopted by most surgeon [6]. Next to self-assembled bio-conduits, some ready to use conduits containing a stentless bioprosthesis are commercially available. The Shelhigh NR-2000® full-biological conduit has been popular among surgeon for many years, with appreciable but sometime controversial results [7,8]. This user-friendly device for Bentall operation was utilized with appreciable long-term results until 2008, after a US FDA immediate recall for all the Shelhigh products, including the NR‐2000 conduit, mainly due to suspected lack of sterility in the environmental processes of the devices [9]. The same prosthesis with the name of Bio-Integral conduit is again available on the European market since few years end is currently in use [10]. The second ready-to-use bio-conduit is a stentless porcine valve embodied into a three-layered Valsalva graft, the Bio-Valsalva. Kaya, et al. [11] reported encouraging early results in a cohort of 102 patients undergoing a Bentall procedure with this prosthesis. Similar early results with the same conduit were reported by other authors [12-15].


        In 2010 Stewart, et al. presented their early results after Bentall operation carried out by using a novel bio-conduit assembled with a 3F stentless bioprosthesis incorporated in a Valsalva tube graft [16]. They emphasized several advantages related to this device, like excellent hemodynamic performances, the possibility to insert a large prosthesis virtually in any patient, and the potential of easier reintervention related to the adopted double sewing ring technique [17,18]. Taking advantage from other's and our personal experience with more than 120 implants of 3F prosthesis, a stentless valve made by three equal sections of equine pericardium assembled in a tubular structure on a thin polyester sewing ring [19], we began to implant the self-assembled 3F bioroot in 2010, using the previously described surgical technique. Unlike Stewart's conduit, we preferred to use a straight tube graft instead of Valsalva graft. We believed that, because of its unique tubular geometry and the importance of keeping the commissural tabs in a vertical alignment, the 3F valve could perform better in a straight graft rather than into a Valsalva graft due to more physiologic distribution of leaflets stress, theoretically reducing the incidence of premature structural failure. This detail is illustrated in Figure 5. However, the use of Valsalva graft may be helpful to reduce the risk of a subsequent valve-in valve procedure. The use of straight graft in 3F bioroot was based on our encouraging long-term results in terms of preserved valve function, of reimplantation operation achieved by using straight tube prosthesis. In the last part of our experience, according to the concept 'one size fits all', the conduit was pre-assembled, significantly saving ECC and ACC time (Figure 6). To our knowledge, this is the longest follow-up after self-made 3F bio-root implantation reported to-date in literature. Our results endorse the remarks of Stewart, et al. concerning the low transvalvular gradients observed after implant of 3F bio-root, in our experience a finding quite stable over time, A paper published in 2012 by Leung Wai Sang, et al. from Montreal, Canada, raised an important question related to falsely elevated gradients by echo examination after 3F valve implantation, a problem we encountered occasionally during our experience with this prosthesis, and probably related to the unique tubular design of 3F prosthesis [20]. They presented three cases of patients implanted with 3F in whom the postoperative transthoracic echo diagnosed the presence of a severe prosthetic stenosis, in contrast with the heart catheterization findings of negligible transvalvular gradients. In our opinion the unexpected observation of post-operative peak and mean gradients after 3F bio-root implantation, moreover higher in 29Ø prosthesis when compared to 27Ø, and improved at follow-up echo findings, might be explained by this drawback. Therefore great caution must be taken when interpreting echo-derived gradients in patients implanted with 3F prosthesis. One patient in our series underwent a valve related reoperation three years after surgery because of acute aortic incompetence secondary to spontaneous polypropylene fracture and partial detachment of a portion of prosthetic sewing ring from the graft, generating a huge perivalvular leak. We were able to reattach the prosthesis inflow to the graft with four mattress stitches, restoring a normal valve function. The operation was uneventful and his aortic valve was working perfectly at last follow-up control. This case series highlights the long lasting hemodynamic performance of 3F prosthesis, thus delaying the need for further interventions. Anyway, several reports of increasing numbers of valve-in valve procedures achieved in patients suffering from structural valve degeneration of similar stentless device is available in the more recent literature, and demonstrates growing experience and excellent results in the treatment of this subset of patients


        
          [image: ] Figure 5: 3F Bio-root. Valve inclusion in Valsalva prosthesis (left) and in straight prosthesis (right), different alignment of prosthetic tabs after implant-oblique (Valsalva), vertical (straight). View Figure 5

        

        

        
          [image: ] Figure 6: Drawing of 3F Stentless bio-conduit (left). The assembled bio-root before implantation (right). View Figure 6

        


        Unfortunately, we had to shut down the implantation of 3F bioroot in 2015, when, for business strategies, Medtronic interrupted the 3F and 3F-Enable production. However, we believe that our experience with 3F conduit reported in this study may have an historical relevance and may be of translational value for other commercially available or self- assembled stentless bioroots.


        Limitations


        The limitation of this study is inherent in its retrospective design and related disadvantages of selection bias, besides the small numbers of the cohort. However, the consecutive patients selection and the single-surgeon, single-institution experience should partially reduce these bias.


        Conclusions


        In our experience the 3F bioroot represented a novel self-assembled biological device useful for button-Bentall operation with some additional advantages compared to other bio-conduits. Larger size of implant, excellent hemodynamics, easier reintervention in case of prosthetic replacement for SVD and possible extended durability, made of 3F bio-root a reliable self-assembled conduit for Bentall procedures. Intermediate-term survival, incidence of device-related complications, SVD, valve related reoperations and hemodynamic performances stable over time are comparable to other readily available or self-made bio-conduit used currently in use for Bentall procedures.
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